Keyhole Revision after Failed Subdural Craniostomy for Chronic Subdural Hematoma

John D. Rolston¹, Seunggu J. Han², Michael W. McDermott³
Corresponding Author: John D. Rolston

1. Department of Neurosurgery, University of California, San Francisco 2. Department of Neurological Surgery, University of California, San Francisco, CA 3. Department of Neurosurgery, University of California, San Francisco

Categories: Neurological Surgery
Keywords: keyhole, burr hole, subdural hematoma, subdural drainage

How to cite this article

Abstract

Introduction: An emerging treatment for chronic subdural hematomas is subdural craniostomy using a twist drill port system. While this system has the advantage of being placed in the intensive care setting, and not the operating room, incomplete hematoma evacuation is not uncommon. We detail a simple surgical technique that can be used for persistent or recurrent collections.

Materials and Methods: For patients with persistent or recurrent chronic subdural hematomas after bedside subdural craniostomy, the patient is taken to the operating room and a "keyhole" burr hole is used that creates a new burr hole in front of the prior twist drill hole. The subdural space is opened such that there is communication between the larger burr hole and craniostomy hole. The bolt for the twist drill system is then re-inserted so that the tip rests just above the dural opening. The anterior burr hole is capped with a titanium burr hole cover with a sector removed.

Results: This method was used in four patients with residual/recurrent subdural hematomas. The mean interval between craniostomy and keyhole revision was 2.8 days (range one to six days). Complications of infection or new acute subdural hematoma occurred in none of the patients. The rate of hematoma recurrence after keyhole revision was 0%. Average operative time for the keyhole procedure was 42.5 minutes (range 28 to 60 min.).

Conclusions: The keyhole method for drainage of residual or recurrent chronic subdural hematomas is an option prior to craniotomy that allows for wider opening of the subdural space for hematoma.
irrigation and removal, while maintaining postoperative extradural suction drainage.

Introduction

Chronic subdural hematoma (cSDH) is an unfortunately common disorder disproportionately affecting the elderly, with an incidence of 58 per 100,000 individuals yearly over the age of 65 [1]. This corresponds to roughly 24,000 new cases each year in the United States alone, where over 13% of the population is in this age group, a number greater than that of newly diagnosed primary brain tumors (18,000) [2].

Until the 1960s, cSDH was primarily treated with craniotomy and hematoma evacuation. However, in 1964, Svien et al. published a series of patients assigned to either craniotomy or burr hole drainage (BHD), and showed that recurrence and functional outcomes were better in patients treated with burr hole craniostomy [3]. Since then, several meta-analyses have supported this approach, and BHD remains the most frequently used treatment. The use of burr holes as the prime treatment for uncomplicated cSDH is also supported by the systematic review of Weigel et al. [4] and the decision analysis of Lega et al. [5].

Several studies have been devoted to the refinement of BHD for cSDH. Of note, Santarius et al. published class I evidence that the presence of a subdural drain left in place postoperatively reduced the recurrence of cSDH and improved patient outcomes [6]. Further research has compared single vs. double burr hole placement, and several studies, e.g., Taussky et al. [7] and Han et al. [8], showed higher recurrence rates with one burr hole vs. two.

The recurrence rate of cSDH remains high at 9.3%, despite the use of optimal BHD techniques like those of Santarius et al. [6] (multiple burr holes with an indwelling subdural drain). This rate is nearly tripled to 24% without the use of drains.

Twist drill craniostomy is an alternative method of cSDH drainage with the advantage of being conducted at bedside, typically in an intensive care setting. This has the potential of lower costs (conscious sedation in the ICU vs. mobilization of an operating room and general anesthesia) and faster time to intervention. The Subdural Evacuating Port System (SEPS™) by Medtronic is one of
the most frequently used examples of this idea. Twist drill craniostomy appears to have morbidity similar to that of BHD, with complications reported in 0-18% of patients with twist drill procedures [9, 10, 11] vs. 0-25% for BHD [12, 13]. Yet the rates of recurrence are empirically higher with bedside procedures: 25.9% with SEPS vs. 14.8% with BHD in the study of Rughani et al. [14]; 18% (twist drill) vs. 8% (BHD) requiring reoperation/drainage in the study of Horn et al. [9]; and, similarly, 17% (twist drill) vs. 0% (BHD and craniotomy) rates of inadequate SDH drainage in the study of Safain et al. [15]. Many of these differences are not reported as statistically significant, but this is possibly due to the low power of the studies. And at least one study, Gokmen et al. [16], showed no difference in recurrence rates between the two techniques. Given the potential benefits of bedside procedures, larger comparison studies between twist drill craniostomy and BHD are definitely needed.

The reasons behind the apparent increased number of reoperations after twist drill craniostomy are unknown. One possibility is that, given the relative scale of the procedures, practitioners are more likely to see BHD as a second-line option for patients who already underwent twist-drill procedures. This is in comparison to patients who underwent BHD upfront, in which case the next “larger” operation would be a full craniotomy. There is also a possible preference for physicians to use twist-drill procedures as temporizing measures until OR time can be safely obtained, which would also spuriously elevate the number of reoperations in that cohort compared to BHD.

Regardless of the reasons, given the high rates of recurrence and need for reoperation after twist drill craniostomy (18-26%), attention must be paid to the techniques involved with revising prior bedside craniostomies. Here, we propose revision with a “keyhole” burr hole, allowing expanded drainage of the recurrent cSDH and continued maintenance of the subdural drain. Using a simple expansion of the prior craniostomy, it is less invasive than craniotomy or additional burr holes, and thereby potentially less morbid and more economical.

**Technical Report**

Patients with persistent chronic subdural hematomas after bedside craniostomy were identified by persistence of clinical symptoms, and confirmed by computed tomography (CT). After informed consent of
the patient or caregiver, these patients were taken to the operating room for keyhole revision. The area surrounding the prior craniostomy was first sterilized with a mixture of 2% chlorhexidine and 70% isopropyl alcohol (ChloraPrep; CareFusion, San Diego, CA, USA). The existing subdural port and drain were removed. The area was then prepped again and draped in typical sterile fashion.

The prior skin incision was extended and the opening maintained with a surgical retractor. The periosteum was removed with a periosteal elevator and electrocautery as appropriate. A new burr hole was then drilled adjacent to the prior twist drill craniostomy, incorporating the prior craniostomy partially on its outer diameter (Fig. 1B, C). The two holes were therefore contiguous. The new burr hole was roughly three times the diameter of the twist-drill craniostomy. At this point, the dura was exposed using a combination of curette and rongeurs. The exposed dura was then incised using a #15 blade (Fig. 1D). Bipolar electrocautery was used to stop and dural bleeding.

At this point, the exposed subdural space was irrigated with normal saline to reduce the volume of the recurrent subdural hematoma. This was repeated until only clear saline returned after each delivery of irrigation fluid.

A new, sterile bolt was then inserted into the prior twist drill craniostomy until its tip approximated the subdural opening (Fig. 1E). The larger burr hole was then capped with a titanium burr hole cover with one sector removed (Universal Neuro II plating system; Stryker, Kalamazoo, MI, USA). The removed sector provides space for the subdural port to exit (Fig 1F).
Figure 1: Overview of keyhole revision on cadaveric skull.

(A) Preexisting subdural port with new burr hole outlined. (B) Subdural port removed. (C) Dural incision (dura represented by green). (D) Dura after incision (subdural contents represented by red filling). (E) Subdural port replaced. (F) Burr hole cover attached, with
sector removed to accommodate subdural port.

Figure 2: Intraoperative photos of keyhole revision. (A) New burr hole drilled contiguous with prior twist drill craniostomy. (B) Dural incision revealed cSDH. (C) After copious irrigation, a new subdural port is implanted. (D) A burr hole cover with one sector removed is secured over the new burr hole.

The incision was then closed in layers in the standard fashion. At the end of the procedure, the subdural port was then reattached to a sterile suction tube connected to bulb suction.

Results
Four patients were found to have recurrent cSDH and treated with keyhole revisions. The interval between craniostomy and keyhole revision ranged from 1 to 6 days (median 2 days). Complications of infection or new acute subdural hematoma occurred in no patients. The recurrence rate after keyhole revision, as determined by CT scan, was 0%. Operative time for the keyhole procedure was 42.5 minutes (range 28 to 60 min).

Discussion
Twist drill craniostomy for the evacuation of cSDH has the important
advantage of being a bedside procedure with good results [1, 5, 9, 14]. This translates to potentials savings in both cost and time, as compared to burr hole drainage in the operating room. However, as with all methods of cSDH evacuation, there are failures. In 18-26% of cases, the subdural collection recurs [1, 5, 9, 14]. These patients require revision. and, unfortunately, even a handful of reoperations can largely negate the economic benefits of bedside procedures.

Above, we describe a novel technique of revising twist-drill craniostomies using a subdural evacuation port system. This method maintains the important aspect of subdural drainage, which has previously been shown as superior to evacuation without continued drainage in a randomized clinical trial [6]. After patients were identified with failed bedside drainage, they were taken to the operating room for a “keyhole” revision of their prior twist drill craniostomy. A new burr hole was created in continuity with the pre-existing craniostomy, subdural fluid was evacuated, and the prior subdural port was reimplanted to provide continued postop drainage (see Methods above).

Keyhole revision has been performed in 4 patients at our institution so far. There have been no complications intraoperatively. Recurrence of hematoma after revision occurred in 0% of cases, comparing favorably to other methods of cSDH evacuation. Mean operative time was 42.5 minutes, which again compares favorably to traditional methods of hematoma evacuation.

**Conclusions**

Though recurrent cSDH remains an important problem, it is our hope that this simple method provides a useful tool for neurosurgeons faced with failed twist-drill craniostomies. It is also possible to consider doing such an operation at bedside, provided the procedure described above was appropriately modified. While this is a preliminary report describing the technique, we believe that more thorough study of this method’s efficacy, along with the efficacy of other revision methods, is critically needed. Newly diagnosed subdural hematomas afflict nearly 24,000 individuals yearly in the US alone, more than are diagnosed with primary brain tumors. Any innovations that can improve the outcome of these patients will be valuable contributions to our field, both improving patient outcomes and lowering the cost for medical care.
Additional Information

Disclosures
All patients provided written and verbal informed consent before participating in the described surgical procedures. Procedures were carried out according to institutional guidelines. The authors report no conflicts of interest. This information was added on March 4, 2014.

References


