Telesurgery: Past, Present, and Future

Paul J. Choi 1, Rod J. Oskouian 2, R. Shane Tubbs 3

1. Surgery, Seattle Science Foundation, Seattle, USA 2. Neurosurgery, Swedish Neuroscience Institute, Seattle, USA 3. Neurosurgery, Seattle Science Foundation, Seattle, USA

Corresponding author: Paul J. Choi, paulchoi92@gmail.com

Abstract

Telesurgery uses wireless networking and robotic technology to allow surgeons to operate on patients who are distantly located. This technology not only benefits today’s shortage of surgeons, but it also eliminates geographical barriers that prevent timely and high-quality surgical intervention, financial burden, complications, and often risky long-distance travel. The system also provides improved surgical accuracy and ensures the safety of surgeons. In this paper, we describe the current trend of telesurgery’s innovative developments and its future.

Categories: Neurosurgery, Public Health, Healthcare Technology
Keywords: telesurgery, virtual interactive presence, travel medicine, telemedicine, robotic surgery, haptic feedback, latency time

Introduction And Background

Telesurgery is an emerging surgical system that utilizes wireless networking and robotic technology to connect surgeons and patients who are distantly located from one another [1]. The system overcomes today’s shortage of surgeons, geographical inaccessibility of immediate and high-quality surgical care, significant financial burden, potential complications, and long-distance travel [2-5]. This technology not only benefits the patients but also provides technical accuracy and ensures the safety of surgeons.

Review

Benefits of telesurgery

Telesurgery provides safe and accurate surgical procedures for patients who are unable to travel a long-distance. With the advancement of robotics and wireless communication technology, this form of surgery is becoming more feasible. Some of the benefits a telesurgery provides are summarized in Table 1.

**TABLE 1: A summary of the benefits of telesurgery**

<table>
<thead>
<tr>
<th>Benefits of Telesurgery</th>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td>Provides high-quality surgery to medically underserved locations [8] such as rural areas, battlefields, and spacecraft [5-8]</td>
<td></td>
</tr>
<tr>
<td>Eliminates the need for long-distance travels, along with travel-related financial burden and dangers [2-5,7]</td>
<td></td>
</tr>
<tr>
<td>Today’s 3-Dimensional display system provides a shared, high-definition visual feedback to surgeons at different centers simultaneously [5,9]</td>
<td></td>
</tr>
<tr>
<td>Allows for surgical collaboration amongst surgeons at different medical centers in real-time [3,10]</td>
<td></td>
</tr>
<tr>
<td>Operator’s physiologic tremor can be canceled out in real-time with accelerometer technology [3,11-13], improving surgical accuracy and reducing damage to adjacent healthy tissues [3,12]</td>
<td></td>
</tr>
<tr>
<td>Minimized damage to healthy tissues quickens patient recovery [3]</td>
<td></td>
</tr>
</tbody>
</table>

**Advancements in telesurgery since 2001**

There have been numerous technological advancements in telesurgery since the world’s first telesurgery in 2001, which was conducted by a surgical team in New York, USA using the ZEUS robotic system (Intuitive Surgical, Sunnyvale, CA, USA) [3,7-8]. This project produced a successful two-hour-long laparoscopic cholecystectomy [3,7-8], which was performed on a female patient at a hospital in Strasbourg, France [1,6-7]. The patient had an uneventful recovery [3,7-8].

**Innovations in the visual feedback system**

How to cite this article
In 2014, Shenai et al. introduced Virtual Interactive Presence (VIP), a novel technology that allows remote neurosurgeons to collaborate with a shared 3-Dimensional (3D) display via high-definition binoculars [5,10]. This real-time visual system allows the surgeons to view a merged surgical field display of each other’s hand motions [5]. Shenai et al. carried out successful peritonal and suboccipital craniotomies and microscopic approaches to the pineal gland on a cadaver model using VIP [5,10]. Therefore, VIP would not only be applicable in surgical patient care but would also be useful in surgical training since it allows for a profound real-time interaction among surgeons at different medical centers from around the world [3,10]. However, VIP has a drawback of having a mean latency-time of 760 ± 606 milliseconds, thus further optimization is required [5].

**Studying the latency time**

A major problem with telesurgery is latency time, which is defined as the time delay in transferring auditory, visual, and even tactile feedback between the two distant locations [1]. Increased latency time is mainly attributable to network routing problem and congestion, and server overload. The time delay not only generates a lengthy operation but also produces significant surgical inaccuracy [7-5,14], which can risk the safety and delay the recovery of the patient [1,5,7].

According to Wirz et al., an ideal latency time is less than 100 milliseconds and a latency time that is greater than 300 milliseconds produces major inaccuracies in instrument handling [15]. In fact, the first telesurgical cholecystectomy conducted in 2001 had a latency time of 155 milliseconds [7]. Further, Da Vinci (Intuitive Surgical, Sunnyvale, CA, USA) prototype was used by Nguan et al. in 2008 to check its feasibility in a telesurgical application [14]. However, the prototype produced 340 milliseconds of latency time [14]. Moreover, National Aeronautics and Space Administration (NASA) has conducted experiments in the areas of televascular surgery such as laparoscopic cholecystectomy and abdominal surgery for astronauts [1]. However, a significant time latency is also an issue here [1]. Korte et al. concluded that even the most experienced teleoperator cannot perform with acceptable accuracy and efficiency when the latency time is greater than two seconds, further emphasizing the significance of this variable in telesurgery [7].

Although a latency time of less than 100 milliseconds can be achieved with today’s high-speed Fiber optic cables and a dedicated asynchronous transfer mode (ATM), 40 technicians must be present during the surgery to maintain this speed [1,5,8,16]. Interestingly, Xu et al. studied the effects of latency time training and claimed that a degree of inaccuracy from a time delay can be overcome via training the teleoperator [8].

**Introduction of haptic feedback technology**

The conventional telesurgery system had a major drawback in that it failed to provide tactile information and the operator solely relied on a visual feedback [17]. The technology that enables transmission of tactile information to the teleoperator is termed ‘haptic feedback.’ This is a crucial aspect of a wireless robotic surgical system, which enables the operator to feel the consistency of the tissue and the tension within the sutures, prevents damage to the fragile tissues or tearing of the sutures during the operation, and improves the operator’s confidence during surgery [12,17-18].

The first telesurgery prototype that implemented haptic feedback technology was Telelap Alf-x (SOFAR S.p.A., ALF-X SurgicalRoboticsDepartment, Trezzano Rosa, Milan, Italy), which was introduced in 2015 [18]. Telelap Alf-x, by providing a haptic feedback to the surgeon, successfully reduced the average time of experimental cholecystectomy by 60 minutes [12,17-18]. This system was also equipped with an eye-tracking technology, which halts the movements of the robotic arms when the operator’s eyes are not fixed on the screen [12,17-18] and provided an added cost-effectiveness by using low-cost reusable parts [12,18]. In 2017, Su et al. presented a new MRI-guided telesurgery system that performs percutaneous interventions and provides haptic feedback to the operator using varying degrees of pneumatic pressure [19].

**Emerging telesurgical technologies**

Although in its infancy, tele-neurosurgical technology is currently being explored. In 2007, O’Malley and Weinstein conducted a successful cadaveric skull base surgery using a trans-oral approach [6,20]. And about a decade later, Wirz et al. presented an endonasal feasibility study for trans-sphenoidal resection of a pituitary tumor with 10 milliseconds of latency time, with the surgeons agreeing that using the device did not feel significantly different from handling a conventional endoscope [16].

Zhao et al. recently published a feasibility study of the integration of a floating 3D visual feedback system in telesurgery [9]. This integration allows multiple surgeons to see a floating, holographic image of the surgical field simultaneously, enhancing the detail of the shared visual display and real-time collaborations amongst medical professionals across the border [9].

**Current limitations of telesurgery’s clinical translation**

Despite the introduction of numerous telesurgical innovations since 2001, only a single randomized controlled telesurgery trial of percutaneous access of the kidney with a remote center of motion active...
robotic device (PAKY-RCM) exists to date [1]. In addition to the need for further optimization of visual display, latency time, and haptic feedback technology, further randomized controlled trials should be performed to lead to the innovations’ successful clinical translation [17-18]. Other main factors that prevent the implementation of telesurgical technology into today’s clinical setting are summarized in Table 2. If such limiting factors are not dealt with prior to launching the clinical use of this technology, malpractice, the inefficiency of care, and unnecessary spending may result [4].

### Factors that limit Telesurgery’s Clinical Translation

| Lack of fully developed training programs and standard operating protocols (including that for equipment maintenance) |
| The difficulty of the acquisition of equipment |
| Need for development of a global network |
| Billing issue on distributing operation fee and facility fee among the participating medical centers |
| Funding issues |
| Legal issues, which vary across state and country borders |

**TABLE 2: A summary of factors that currently limit the use of telesurgery in the real world**

### Conclusions

The use of telesurgery technology is at a halt and has been since the first and only telesurgery was conducted in 2001. However, with further optimization of visual display, latency time, and haptic feedback technology, design and publication of further randomized controlled trials, and minimization of the factors that limit its clinical translation, telesurgery’s widespread implementation in clinical settings will become highly feasible and geographical barriers will be eliminated.

### Additional Information

#### Disclosures

**Conflicts of interest:** In compliance with the ICMJE uniform disclosure form, all authors declare the following: 

**Payment/services info:** All authors have declared that no financial support was received from any organization for the submitted work. 

**Financial relationships:** All authors have declared that they have no financial relationships at present or within the previous three years with any organizations that might have an interest in the submitted work. 

**Other relationships:** All authors have declared that there are no other relationships or activities that could appear to have influenced the submitted work.

### References

1. Raison N, Khan MS, Challacombe B: Telemedicine in surgery: what are the opportunities and hurdles to realising the potential?. Curr Urol Rep. 2015, 16:43. 10.1007/s11934-015-0522-x
9:280-297. 10.1002/rcs.1456